ABSTRACT

Purpose
Access to the left side of the heart is required for various therapies, including pulmonary vein isolation, mitral valve repair, and left atrial appendage closure. The role of a transseptal sheath, dilator and needle varies in every procedure; however, the ability to precisely control the distal end of the sheath by manipulating the proximal end is universally necessary. This characteristic, known as torque transfer, may be imperative to the success of the procedure. The goal of this study was to investigate and compare the torque transfer of commonly used transseptal sheaths.

Methods
Four commonly used transseptal sheath kits were tested: the Baylis TorFlex™ Transseptal Sheath, St. Jude Medical Swartz™ Braided Transseptal Guiding Introducer, St. Jude Medical Fast-Cath™ Guiding Introducer, and Biosense Webster Preface® Guiding Sheath. Three configurations of each sheath were tested: the sheath by itself, the sheath and dilator set, and the sheath, dilator and needle assembly. Torque testing was measured with a torque sensor and meter using a custom fixture to rotate each sample 90° clockwise and counter-clockwise from neutral.

Results
The braided 8F and 8.5F Baylis TorFlex™ Transseptal Sheaths had the highest torque transfer in all configurations tested (p<0.01).

Conclusion
In all configurations tested, the Baylis TorFlex™ Transseptal Sheath demonstrated significantly superior torque transfer, which provides control and maneuverability.

INTRODUCTION

Access to the left side of the heart is required for various therapies, including pulmonary vein isolation, mitral valve repair, and left atrial appendage closure. These procedures are typically performed through an atrial septal puncture. After access to the left atrium is achieved, the role of a transseptal sheath and dilator set differs depending on the therapy being performed. Although the use of the sheath may vary, the ability to precisely control the distal end of the sheath during the atrial septal puncture is a common requirement.

Prior to dropping down the sheath, dilator, and needle assembly from the superior vena cava (SVC) to engage the fossa ovalis, the device assembly is clocked. During this step, it is critical that the user can precisely control the distal end of the device assembly, by manipulating the proximal end (i.e. the device assembly has adequate torque transfer). This control is particularly important because the puncture location affects the trajectory of the therapy delivery device and thus is critical to the success of the subsequent procedure. After gaining access to the left atrium, the user requires continued control of the distal end of the sheath in order to ablate at various target locations with RF energy. Due to the importance of torque transfer, the goal of this study was to investigate and compare the torque transfer of commonly used transseptal sheaths.
SUPERIOR TORQUE MATTERS: A Comparison of Transseptal Guiding Sheaths

METHODS

Several commonly used transseptal sheath kits were tested: the Baylis TorFlex™ Transseptal Sheaths (8F & 8.5F, models TF8-32-63-55 & TF85-32-63-37), St. Jude Medical Swartz™ Braided Transseptal Guiding Introducer (8F, model 407454), St. Jude Medical Fast-Cath™ Guiding Introducer (8F, model 406840), and Biosense Webster Preface® Guiding Sheath (8F, model 301183M). A Baylis NRG® Transseptal Needle (model NRG-89-C0) was used to test the complete sheath, dilator, and needle assembly. All samples were soaked in a water bath at 37°C for at least 2 hours to mimic the body environment.

RESULTS & DISCUSSION

Sheath Alone

When comparing the 8F sheaths, the braided design of the 8F and 8.5F Baylis TorFlex™ braided sheaths were found to have the highest torque transfers.

When comparing the 8F sheaths, the braided design had a significant effect on the device’s torque transfer. The St. Jude Medical Fast-Cath™ sheath is a non-braided construction, and as a result, had the lowest torque transfer of the sheaths tested. The braided 8F Baylis TorFlex™ sheath in comparison transferred 200% more torque than the St. Jude Medical Fast-Cath™ sheath (p<0.01). With the addition of a braid in the shaft, the torque transfer improves, but significant differences between the TorFlex™ sheath and the other sheaths were observed, showing that the material selection and braid design affect the device’s torque transfer. Specifically, the 8F Baylis TorFlex™ sheath transferred over 35% more than the Biosense Webster Preface® sheath (p<0.01) and the 8.5F Baylis TorFlex™ sheath transferred 100% more torque than the St. Jude Medical Swartz™ sheath (p<0.01).

Sheath & Dilator

With the dilator inserted into the sheath, the 8F and 8.5F Baylis TorFlex™ sheath and dilator sets continued to transfer significantly more torque than the other sheaths (Figure 3). The 8F transferred over 200% more torque than the non-braided St. Jude Medical Fast-Cath™ sheath (p<0.01). Compared to the braided sheaths tested, the 8F Baylis TorFlex™ sheath transferred 30% more than Biosense Webster Preface® sheath (p<0.01) and the 8.5F Baylis TorFlex™ sheath transferred 82% more than the St. Jude Medical Swartz™ sheath (p<0.01).

Sheath, Dilator & Needle

Lastly, with the dilator and NRG® transseptal needle inserted into the sheath, the 8F Baylis TorFlex™ sheath, dilator and needle assembly had a torque transfer that was 41% more than the St. Jude Medical Fast-Cath™ sheath (p<0.01) and 15% more than the Biosense Webster Preface® sheath (p<0.01). The 8.5F Baylis TorFlex™ sheath, dilator and needle assembly had 32% more torque transfer than the St. Jude Medical Fast-Cath™ sheath (p<0.01).
Superior Torque Matters:
A Comparison of Transseptal Guiding Sheaths

Published March 2017

Medical Swartz™ sheath (p<0.01).

To provide a comparison to the NRG® transseptal needle, the St. Jude Medical BRK™ transseptal needle was tested and the same trends and statistical significance were observed. This indicates that the results were not affected by the needle used during testing.

“...the 8F Baylis TorFlex™ sheath, dilator and needle assembly had a torque transfer that was 41% more than the St. Jude Medical Fast-Cath™ sheath...”

Conclusion

Four transseptal guiding sheath kits were tested via direct comparison, for their ability to transfer torque from the user to the distal tip of the device. In all configurations tested, the Baylis TorFlex™ Transseptal Sheaths (8F & 8.5F) demonstrated significantly superior torque transfer, which provides control and maneuverability.

References

1 Damien K, Kavinsky C. Transseptal basics - What you need to know to ensure safe puncture as this technique reemerges. Cardiac Interv Today. 2012. 37-40.
3 Linker NJ, Fitzpatrick AP. The transseptal approach for ablation of cardiac arrhythmias: Experience of 104 procedures. Heart. 1998. 379-82. doi:10.1136/hrt.79.4.379

Figure 4 Torque transfer of sheath, dilator and needle assembly